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1 Background

e Cerebral palsy Is caused Dby
abnormal brain development,
affecting movement, muscle tone,
and posture.

This project's aims to:

e explore development of a patient-
friendly device that Is both affordable
and readily accessible, ultimately
promoting greater Independence
among users.

e Challenges Include poor balance,
muscle tone, posture, and reflexes.

e Current treatments like surgery and
ohysical therapy are costly and
Inaccessible, highlighting the need
for a low-cost, easily accessible,

device. ’ Method

e Muscle sighals are
collected from a person
4 Expected outcome without cerebral palsy.

e Development of a patient- e The collected signals are

friendly device that s used to train a machine
: learning model.
afforda.ble and readily A flowchart of the system
accessible.
e Promotion of greater

INndependence among users.

e Implementation of A

feedback system to store EMG sensor attached to bicep

p a t I e n t reCO rd S a ﬂ d Se n d EMG Signal Over Time
them to the doctor for better

monitoring,. e The model Il|earns the

sighal parameters.

e This training enables the
feedback system to
accurately output the
sighal parameters.

Electromyography graph of the hand in
motion
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