Supporting Text S2 Flow Cytometry
The samples were analyzed with a Cyflow Space (Partec, Görlitz, Germany) flow cytometer equipped with a 96 well-plate autosampler. For this purpose, 200 µL subsamples were loaded into a 96 well-plate and stained for 10 minutes with a 1.25 µM Syto13 solution. The detector settings were optimized for the samples to 465 FS1 (fluorescence at 508 nm) and 245 FFC (forward scatter).
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